64B13-3.004 Minimum Equipment Requirements.

The following shall constitute the minimum equipment which a licensed practitioner must possess in each office in which he or she engages in the practice of optometry:

(1) Ophthalmoscope;

(2) Tonometer;

(3) Retinoscope;

(4) Ophthalmometer, keratometer or corneal topographer;

(5) Biomicroscope;

(6) Phoropter or trial frame, trial lenses and prisms;

(7) Standard charts or other standard visual acuity test;

(8) Field testing equipment (other than that used for a confrontation test).
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