64ER20-3 CMTL Testing

(1) A CMTL may only perform analyses of Testing Fields within Matrix Groups under the following conditions:

(a) Analyses of Testing Fields within Matrix Groups must have been documented within the Certified Marijuana Testing Laboratory’s application for certification;

(b) Analyses of Testing Fields within Matrix Groups must be covered by the Certified Marijuana Testing Laboratory’s ISO/IEC 17025:2017 (revised March 2018) accreditation that is compliant with Emergency Rule 64ER20-2, F.A.C.;

(c) Analyses of Testing Fields within Matrix Groups must be supported by documentation of two satisfactory analyses of the three most recent Proficiency Tests administered by an ISO/IEC 17043:2010 accredited complaint with Emergency Rule 64ER20-2, F.A.C. Proficiency Test results that are within the Acceptable Limits established by the contracted ISO/IEC 17043 accredited body are satisfactory;

(d) A CMTL must participate in at least two Proficiency Testing rounds from an ISO/IEC 17043:2010 accredited body for each field of accreditation (Matrix Group-Testing Field-Target Analyte combination) per calendar year beginning on the date of issuance or renewal of certification; and 
(e) A CMTL may only perform analyses at its Testing Facility identified and documented in its application.

(2) A CMTL seeking to add Testing Fields within Matrix Groups must request approval from the department via email to OMMUlabs@flhealth.gov. The Certified Marijuana Testing Laboratory must provide documentation demonstrating the additional Testing Fields within Matrix Groups have been added to the scope of their ISO 17025:2017 accreditation, documentation of the satisfactory completion of two consecutive Proficiency Test results administered by an ISO/IEC 17043:2010 accredited body for the additional Testing Field, and a Standard Operating Procedure evidencing the use of a validated Analytical Method for each requested Testing Field. A CMTL must direct the ISO/IEC 17025:2017 accredited body to deliver the results of this accreditation directly to the department by email to OMMUlabs@flhealth.gov. The department will notify the CMTL in writing if its request is approved. 
(3) A CMTL that fails to satisfactorily complete two of the three most recent Proficiency Testing rounds must not test or provide results to MMTCs for any Target Analyte, Matrix, or other measurement for which its analysis was unsatisfactory. The CMTL must undertake an internal investigation to determine the reason for the unsatisfactory Proficiency Test result and must obtain satisfactory results on additional Proficiency Testing for any Target Analyte, Matrix, or other measurement that failed. A CMTL must provide the satisfactory Proficiency Testing Results from an ISO/IEC 17043:2010 accredited body to the department via email to OMMUlabs@flhealth.gov, before the CMTL may resume testing for any Target Analyte, Matrix, or other measurement for which its analysis was unsatisfactory.
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